[Automated analysis of vestibular nystagmus].
The method of electronystagmogram (ENG) analysis by a computer is described. ENG-signals received in the course of caloric or rotatory examinations are processed by a computer after tape recording and analog-to-digital converting. The algorithm allows main parameters of the nystagmic response to be computed in a more effective and powerful way as compared to non-computer methods.